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Abstract 


Skin boards are a pair of wooden boards used for harvesting skin. It is used to flatten the surface and ease the skin knife to 
pass underneath the surface. The skin board is used to stretch the skin by pressing the board against the skin and then pulling 
the two boards apart therefore creating a tension on the skin and flattening the surface. For the easy movement of the knife 
a lubricant is used on the skin (example- Vaseline). The conventional skin boards scrape away most of this lubricant. A 
refinement has been made to the conventional skin boards by adding small channels on the surface of the board which allow 
the lubricant to pass through the board and thus the lubricant remains on the skin. This modification does not reduce the 
capacity of the skin board to stretch the skin and provides a flat smooth surface for the skin knife to pass. 
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a 
Introduction reconstruction [7,8,9]. Since it is such a ubiquitous procedure 
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disadvantages of each [1,2,3]. The basics of skin grafting Conventional skin grafting uses two wooden boards to stretch 
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comes in contact with the surface of the skin, so as to allow 
small streams of lubricant to pass through them and assist the 


oncoming skin knife. 


Materials and Methods: 


A modification was made to the conventional skin board by 
including a number of small channels to the angled edge 
which comes in contact with the skin. The channels are placed 


1 cm apart and are 1mm in depth. The result is to pass a small 











stream of lubricant through these channels and assist the easy 
passage of oncoming knife. 

The skin board is usually made up of medical grade teak 
wood. The conventional skin board was taken to a 
woodworker and the channels were drilled into the board. 
Only the side in proximity with the knife having these 
channels distal end is conventional. The board was sterilized 
with autoclaving and was ready for use in the operation 


theatre. 


am 
i 


Fig1: The modified skin board with channels for the lubricant being shown in use 


The patient was a 35-year-old male with no known 
comorbidities with a raw area over the leg following electrical 
burn injury. The wound was initially treated with serial 
debridement and negative pressure wound therapy. Clinically 
the wound was healthy and had healthy granulation tissue 
with no active exudation and no signs of infection. The 
patient was posted for split skin grafting and the modified 
skin board (Fig. 1) was used for the procedure. It was noted 
that the ability of the board to tension on the skin was in no 
way reduced. The lubrication was retained on the skin even 


after passing the skin board due to the channels 


Discussion 

Skin graft is one of the most indispensable techniques in 
plastic surgery. It is used in many clinical situations, like, 
traumatic wounds, defects after oncological resection, burn 
reconstruction, scar contracture, release, congenital skin 


deficiency, hair restoration, vitiligo and nipple areolar 


reconstruction [9]. 

Split-thickness skin grafts can be harvested by a free-hand 
dermatome [10,11]. A free-hand dermatome offers a quick 
method of harvesting a skin graft that does not depend on 
electricity or pneumatic power; thus, it is useful in harvesting 
small and thin grafts. Infiltration of the subcutaneous tissue 
with tumnescent prior to using a motorized dermatome can 
facilitate skin graft harvest, especially when harvesting skin 
over a bony prominence [12,13]. Also, lubrication with a 
small amount of lubricant, example- Vaseline ointment, 
makes it easier to harvest the skin by decreasing the friction 
between the skin and the dermatome [14,15]. 

Skin boards are used to create tension and get a smooth flat 
surface for the skin knife to harvest a skin graft. However, in 
the usage of the skin board to create tension the boards are 
run over the donor site, removing the lubricant in the process. 
The current modification helps in overcoming this problem 


due to the presence of small channels on the board. The ability 
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of the boards to maintain tension was in no way reduced. The 
skin knife was noted to pass easily due to the lubrication. The 
number of times the lubricant needed to be reapplied was also 


reduced. 


Conclusion: 

The current refinement helps in maintaining the lubricant on 
the skin surface and helps in easier passage of the skin knife. 
We used this skin board in one patient and have found that it 


greatly improves the performance of the skin graft knife. 
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